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Fig. 5
Control chart to monitor the calibration status of an instrument. 1 and 2 represent tolerance limit ( δ ) and warning limit ( 0.7 δ ). Plotted points (∆1, ∆4) which, here, are shown to illustrate that has not been recalibrated since the start in January and in which no post acquisition correction to the binding-energy scale is applied. This illustrates the example in Table 1 with m 2 and δ 0.2 eV. 1300 (1990) . 2) ISO 15472: "Surface chemical analysis X-ray photoelectron spectrometers Calibration of energy scales". 
